T.O.V.A. 8.0 Development Release (October 6, 2010)

Fix compatibility with the T.O.V.A. 7.3/7.4.
Mac updater fix: this version must be manually updated on a Mac! Future updates may be retrieved via the Update button on the main T.O.V.A. screen.
Better button behavior in the PTE, to avoid mis-clicks.
Update audio support in the PTE, especially support for newer MacBook Pros.
Adjustment of volume in the PTE. At the main PTE menu, hit fn-Ctrl-Alt-F4, then hit Enter to unmute and adjust the sound card channel volumes in case you cannot hear the instructions. Hit fn-Ctrl-Alt-F2 to return to the PTE. You may also adjust the instruction and stimulus volume from the PTE main menu by using Ctrl-Up/Down arrow keys.
Firmware update, allowing diagnostic information to be retrieved from the PTE. Access via the PTE boot menu, "Log debugging information to the T.O.V.A. Device".
Reduce memory overhead when importing files.
Various UI bugfixes.


T.O.V.A. 8.0 Beta Release (September 10, 2010)

Initial release of the T.O.V.A. 8.0. There are just too many differences between the T.O.V.A. 7.3 and 8.0 to list, but here are some of the highlights:

Completely new user interface, hardware, data storage, reports, credits system, and online help
You can now administer a T.O.V.A. test without rebooting using the T.O.V.A. USB device and an external monitor (external A/V testing)
Compatible with Windows 2000, XP, Vista, Windows 7 and now Mac OS X
Improved individual and comparison reports
Individual T.O.V.A. files now replaced with a searchable database
Built in export to spreadsheet for researchers
Support for multiple security levels (running the T.O.V.A. with limited or restricted permissions)
New HIPAA-compliance features
Automatic updates
Request technical support, clinical support, or customer service at the touch of a button

In fact, there's only one thing that hasn't changed: the T.O.V.A. test itself. It's still the most precise, accurate, and objective measure of attention in the industry.


